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DescriptionSample 

Number

Date

Sampled

Date

Received

Date

Authorised

Sampling

Procedure

Client

Sample ID

L23072732 06/09/2023 07/09/2023 29/09/20231COBAR STP 1 (WW)

L23072733 06/09/2023 07/09/2023 28/09/20231COBAR STP 2 (WW)

L23072734 06/09/2023 07/09/2023 28/09/20231COBAR STP 3 (WW)

L23072735 06/09/2023 07/09/2023 28/09/20231COBAR STP 4 (WW)

L23072736 06/09/2023 07/09/2023 28/09/20231COBAR STP 5 (WW)

L23072737 06/09/2023 07/09/2023 29/09/20231COBAR STP 6 (WW)

SAMPLE SUMMARY

Sampling procedures

 1 Samples analysed as received.

 2 Samples collected as per FS procedures SAWI 070, Excluding Oil & Grease which is collected as per clients instructions.

 3 Samples collected as per FS procedures SAWI 070.

 4 Results reported as received from WNSW.
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ANALYTICAL RESULTS

Client Sample ID COBAR STP 1 COBAR STP 3 COBAR STP 4 COBAR STP 5COBAR STP 2 COBAR STP 6

Sampled Date 06/09/2023

 07:20:00 AM

06/09/2023

 07:30:00 AM

06/09/2023

 07:33:00 AM

06/09/2023

 07:38:00 AM

06/09/2023

 07:25:00 AM

06/09/2023

 07:40:00 AM

Sample Number L23072732 L23072734 L23072735 L23072736L23072733 L23072737

ORGANICS

TC0050WLL : Pharmaceutical and Estrogenic Coumpounds

ng/L 13<10<10 282 306Caffeine 286

ng/L <5<5<5 7 <5Atenolol 6

ng/L 1096982 324 443Carbamazepine 349

ng/L <5<5<5 <5 <5Dilantin <5

ng/L <10<10<10 <10 <10Ibuprofen <10

ng/L <10<10<10 <10 <10Naproxen <10

ng/L <10<10<10 28 19TCEP 28

ng/L <5<5<5 <5 <5Estrone <5

ng/L <5<5<5 <5 <5Estriol <5

ng/L <5<5<5 <5 <5Ethynylestradiol <5

ng/L <10<10<10 <10 <10Mestranol <10

ng/L <10<10<10 <10 <10b-Estradiol <10
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Client Sample ID COBAR STP 1 COBAR STP 3 COBAR STP 4 COBAR STP 5COBAR STP 2 COBAR STP 6

Sampled Date 06/09/2023

 07:20:00 AM

06/09/2023

 07:30:00 AM

06/09/2023

 07:33:00 AM

06/09/2023

 07:38:00 AM

06/09/2023

 07:25:00 AM

06/09/2023

 07:40:00 AM

Sample Number L23072732 L23072734 L23072735 L23072736L23072733 L23072737

ORGANICS

TC0050WLL : Pharmaceutical and Estrogenic Coumpounds(Continued)

ng/L <5<5<5 <5 254-acetamidophenol <5

ng/L <10<10<10 <10 <10Atorvastatin <10

ng/L <10<10<10 <10 <10Diclofenac <10

ng/L <5<5<5 <5 <5Fluoxetine <5

ng/L <10<10<10 33 31Gemfibrozil 35

ng/L <10<10<10 <10 <10Ketoprofen <10

ng/L <10<10<10 <10 <10Triclosan <10

ng/L <5<5<5 33 43Trimethoprim 34

20/09/23 20/09/23 20/09/23 20/09/23 20/09/23 20/09/23Date of Performance DD/MM/YY

COMMENTS

Page 4  of 9This document may not be reproduced except in full.



Laboratory Services

Analytical Report 291878

N/A -  Not Applicable

PQL - Practical Quantitation Limit

LOQ - Limit of Quantification

RPD - Relative Percent Difference

SPIKE/Positive Control - Addition of a known amount and concentration

Duplicate Precision = Accepted - Result 2 within 95% confidence limits of result 1

Duplicate Precision = Outlier - Result 2 outside 95% confidence limits of result 1

Duplicate Precision = Not calculated - Result is outside test range

LABORATORY QC RESULTS
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Duplicate1    Duplicate2                        RPDLOQ

Acceptance Criteria Acceptance Criteria Acceptance Criteria

Control SpikeBlank

99 46 % Recovery

TC0050WLL 4-acetamidophenol

B<5 <5<5 ng/L <5

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

101 94 % Recovery

TC0050WLL Atenolol

B<5 <5<5 ng/L <5

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

95 70 % Recovery

TC0050WLL b-Estradiol

B<10 <10<10 ng/L <10

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

100 96 % Recovery

TC0050WLL Caffeine

B<10 <10<10 ng/L <10

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

108 93 % Recovery

TC0050WLL Carbamazepine

15.79 %82 70<5 ng/L <5

30.0 - 150.0 % Recovery 0.0 - 50.0 %70.0 - 130.0 ng/L

101 77 % Recovery

TC0050WLL Diclofenac

B<10 <10<10 ng/L <10

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L
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Duplicate1    Duplicate2                        RPDLOQ

Acceptance Criteria Acceptance Criteria Acceptance Criteria

Control SpikeBlank

106 94 % Recovery

TC0050WLL Dilantin

B<5 <5<5 ng/L <5

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

97 87 % Recovery

TC0050WLL Estriol

B<5 <5<5 ng/L <5

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

98 76 % Recovery

TC0050WLL Estrone

B<5 <5<5 ng/L <5

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

92 72 % Recovery

TC0050WLL Ethynylestradiol

B<5 <5<5 ng/L <5

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

100 48 % Recovery

TC0050WLL Fluoxetine

B<5 <5<5 ng/L <5

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

90 <10 % Recovery

TC0050WLL Gemfibrozil

B<10 <10<10 ng/L <10

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

100 109 % Recovery

TC0050WLL Ibuprofen

B<10 <10<10 ng/L <10

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L
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Duplicate1    Duplicate2                        RPDLOQ

Acceptance Criteria Acceptance Criteria Acceptance Criteria

Control SpikeBlank

102 44 % Recovery

TC0050WLL Ketoprofen

B<10 <10<10 ng/L <10

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

107 <10 % Recovery

TC0050WLL Mestranol

B<10 <10<10 ng/L <10

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

105 94 % Recovery

TC0050WLL Naproxen

B<10 <10<10 ng/L <10

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

88 <10 % Recovery

TC0050WLL TCEP

B<10 <10<10 ng/L <10

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

104 <10 % Recovery

TC0050WLL Triclosan

B<10 <10<10 ng/L <10

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L

104 79 % Recovery

TC0050WLL Trimethoprim

B<5 <5<5 ng/L <5

30.0 - 150.0 % Recovery 0.0 - 0.0 %70.0 - 130.0 ng/L
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Extra Note:

DUPLICATE 4-acetamidophenol B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Atenolol B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE b-Estradiol B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Caffeine B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Diclofenac B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Dilantin B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Estriol B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Estrone B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Ethynylestradiol B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Fluoxetine B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Gemfibrozil B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Ibuprofen B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Ketoprofen B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Mestranol B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Naproxen B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE TCEP B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Triclosan B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ

DUPLICATE Trimethoprim B: Duplicate RPD reject criteria is not applicable, results are <10 times LOQ
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